Cryolipolysis Slimming Machine With Cavitation, RF, Lipo Laser
User Manual

Thanks for choosing our multifunction Cryolipolysis machines and please read this
manual carefully before operation.

Warning
Dear user:
Thanks for using our company’s products, in order to use the machines correctly, we
sincerely suggests followings:
◆ ◆ Please read this instruction manual carefully, and keep it well for further use.
◆ ◆ Please follow the instruction to install and operate the machine correctly.
◆ ◆ Please do not remove and change any accessories of the machine.
◆ ◆ Don’t open and remove the mainframe except the authorized people in the company.
◆ ◆ It forbids others to change and maintain the machine except the professional people.
◆ ◆ Please contact us if there is any trouble during operation.
◆ ◆ The machine is designed for professional use only, any personal use of this device is
prohibited.
◆ ◆The Machine continuous working time shall not exceed 2 hours.The best way is
cut the power off and let the machine have a rest for 10-15 mins after the machine have
been working for an hour.
◆ ◆CONTRAINDICATION
1. Pregnant women or women during in menses.
2. Epileptic
3. Patients with malignancy.
4. Patient whose wound after operation has not healed up.
5. Acute inflammation or epidemical patients.
6. Whom with heart diseases or with heart pacemaker..
7. Whom with kidney (gall-stone ) disease.
8. Who was embedded metal object or silica gel.
9. Who in menses, birth control period, emiction incontinence period, or accepting the
belly operation.
10.Whose body always take much inner hot.
11.Who has the genetic hypersensitivity.

Machine introduction
1. Cryolipolysis Handles

2. Cavitation, RF, Lipo Laser pads

3. Water filling

Technology Introduction
1. Cryolipolysis
Cryolipolysis is also called coolsculpting, cooshaping, cryotherapy and fat freezing.It is a non-invasive,
non-surgical and no downtime procedure to remove stubborn fat from human body.
The fat is full of triglyceride which could be turn from liquid to solid in certain low temperatures. This
advanced coolshape technology uses controlled cooling system which can freeze away fat cells and can't
hurt the surrounding tissues.The unwanted fat will be crystalized under the low temperature and
eliminated from human body by natural metabolism gradually. Only one cryolipolysis fat freezing
treatment can reduce 20 to 25% fat on average.
When fat cells are exposed to precise cooling, they trigger a process of natural removal that gradually
reduces the thickness of the fat layer. And The fat cells in the treated area are gently eliminated through
the body's normal metabolism process, to eliminate unwanted fat.Precisely controlled cooling is applied
through the skin to the fat layer, and eliminate local fat.

2. Ultrasonic Cavitation
Cavitation is a natural phenomenon based on low frequency ultrasound. The ultrasound field creates the
bubbles in the liquid, which gradually grow, and implode at certain size. The energy in the form of heat
(minor effect) and pressure wave (major effect) is released. As the membranes of fat cells do not have the
structural capacity to withstand the vibrations, the effect of cavitation easily breaks them, while sparing
the vascular, nervous and muscular tissue. The result is instant fat loss.

3. Radio Frequency
Radio frequency is one kind of high frequency electromagnetic wave, it can penetrate the dermis and
subcutaneous tissue through the fat layer, take heat into deep skin and then accelerate regeneration and
reconstruction of skin deep-tissue. Bipolar RF can produce energy by impedance from the skin, which
can make the fatty layer temperature increase in very short time, and this heat will also act on collagen in
the dermis layer. Collagen in the dermis layer will shrink immediately after the temperature rise and
proliferation of new collagen, so as to achieve the effect of skin pulling, pigmentation improvement, skin
whitening, and wrinkle removal.

4. 650nm Lipo Laser
Laser Lipo emits laser energy at low level, which creates a chemical signal in the fat cells, breaking down
the stored triglycerides into free fatty acids and glycerol and releasing them though channels in the cell
membranes. The fatty acids and glycerol are then transported around the body to the tissues that will use
them during metabolism to create energy. This process of fatty acid release is a natural response of the
body when the body needs to use stored energy, thus i-Lipo neither create any unnatural reaction in the
body nor affect or damage any surrounding structures such as skin, blood vessels and peripheral nerves.
After the treatment, A period of exercise can ensure the free fatty acids will be eliminated from the body
through the complete metabolism.

Operations:
1. Operating Instruction
Connect the power cord and put through the power. Turn on the power switch. You can see the
picture on touch screen.

Touch the screen to choose each functions
2. Cryolipolysis Operation

1. touch

2. Touch

or

to adjust the treatment time and set temperature.

to return to homepage ; touch

again to stop the treatment.

to Start treatment; touch

3.

shows the instant temperature during treatment.

(3). Handle operation interface as belows

You can use handle interface to set working temperature and vacuum intensity.
2. Cavitation Operation

1. Touch

2. . Touch

3.
selection

or

adjust time , modes and intensity.

return to choose page ; touch

means intensity,

to Start /Pause treatment;

means cavitaiton modes,

means treatment time

3. Laser lipo operation

1. Touch

or

adjust working time modes, and laser intensity.

2.
choose pads

Touch these buttons to

4. RF Operation

1. Touch

2. Touch

or

adjust time, and RF intensity.

return to choose page ; touch

to Start /Pause treatment;

4.
selection

means intensity,

means cavitaiton modes,

means treatment time

Technical Parameters:
Technology

Cryolipolysis+Cavitation+Lipo Laser

Cryo Temperature

-15 °C-5 °C

Vacuum Pressure

0-150kpa

Vacuum

650mmhg

Pump Flow Rate

60L/H

Ultrasonic Cavitation

40khz

Laser Wavelength
Laser Pads
Cooling System

650nm / 160mv
6 Big Pads and 4 Small Pads
Continuously contact cooling+water circulation

Machine Display

8 inch LCD touch color screen

Power
Vlotage

1200W
AC110V/220V 50-60Hz

Suggest Operation Method
Lipo laser part
1 Clean the skin, Put the Lipolaser pads on body where you want lost fat. then use a belt keep the pad to
body.

2 You relax in a comfortable position while a trained Lipo Laser technician places two multi-laser paddles
and two smaller lasers to the target areas. Then lay back, relax,read, or whatever you like.

Treatment process of Cryolipolysis
1. Test the heart rate of the patient before the treatment [50-100 times per minute]
2. Check the fat thickness.
3. Clean the treatment area, remove the hair around.
4. Mark the size of the treatment area.
5. Paste the antifreeze film on the treatment area.
6. When receiving treatment, the patient should be sitting, making a 90°angle between his/her upper
part of the body and thigh.
7. Use the freezing device to suck the skin of treatment area gently, and then set the intensity of the
vacuum suction.
8. Use appropriate and constant suction intensity, the suction intensity is adjustable according to the
patient's individual vulnerability. At the same time, the mode of suction and massage can be used.
9. After 25-30 minutes of treatment, press the pause button to suspend the suction, check and add
antifreeze fluid.
10. Repeat Step 10 until the completion of the treatment [once again press the start button to repeat],
after that, turn off the power.

II) Treatment settings
1. 20 – 60 minutes to each part (depends on the thickness of localized fat)
2. You can only treat part by part, for example, to dissolve fat of the entire waist you need complete
several courses. Please do not treat more than two parts of body in the same course of treatment.
3. Take another cooling procedure at the same position 2 months after the first course, which can reduce
the extra fat layer thickness.
4. Ideal candidates for the Cooling procedure are relatively fit, but have some modest-size fat bulges that
are not easily reduced through diet and exercise. They are seeking spot reduction for specific areas of fat,
but are not considering a surgical procedure. The CoolSculpting procedure is not intended for weight loss

or obesity, and it is not a substitute for invasive methods such as liposuction.
5. Suggested clinical parameters:

Cavitation Treatments:
 THIGH
Treated time: 30 minutes
1. From down to upper, pushing to the groin
to dredge the lymph.

2. From down to upper, circling push by anticlockwise,
can help decomposing fatness.

3. Also can push by come-and-go to decompose fatness.

4. Pull from the knee and muscle texture to upper,
can improve the curve.
BUTTOCKS
Treated time: 20 to 30 minutes
1. Along the lymph direction, pulling to the waist.

2. From upper to down, by anticlockwise gesture,

pull

come-and-go.
3. Along the muscle of arm, pull up
to lift and tight the muscle.
 BACK
Treated time: 20 to 30 minutes
1. First by come-and-go, pushing
the bladder nerve 2 to 3 times.

2. Circling by anticlockwise to stimulate
the underarm lymph node.

3. On the back, by anticlockwise circling,
can help to decompose the fatness.

4. Using lymph drainage gesture, pull the toxin to the lymph node,
can help improving the back curve.

 ARM
Treated time: 30 minutes
- BACK SIDE
1. From the inner elbow to the armpit, doing lymph drainage.

2. Circling to stimulate the lymph node.
3. By anticlockwise or come-and-go pushing, decomposing the

fatness

4. From the elbow to the oxter, doing tightening gesture.

- Facade
1. From the elbow to the oxter, doing tightening gesture.

 Abdomen
Treated time: 20 to 30 minutes
1. From small to large, by clockwise direction, circling around the navel can
peristalsis of the large intestine.

2. From small to large, by anticlockwise direction, circling push down.

3. From the belly and muscle texture, pull to the groin.

4. Through lymph drainage gesture,
taking the toxin to the place of groin.

NOTICE
1. Be sure to use the special ultrasonic gel.

help

2. Avoid knocking the handle head.
3. To avoid burning the head, during operation, please prepare enough ultrasonic gel.
4. Don’t stay in one place, avoid treating on the bone.
5. Don’t use disinfectant product to disinfect the head. We suggest the wet cotton or dry towel.
6. Check the machine power cord if it is connected well.
7. If the machine will not use for a loing time, please switch off it, and power off.
8. Please take off all metal decoration from the operator and patient’s body.
9. If continuous using 1 hour, please pause the machine about 10 minutes, then using again.
10. During the operation, be sure not to accept other treatment.
Maintenance and solutions
1. Cleaning the machine
2. Cleaning the handles after each treatments.
3. Common defaults
Problem
Solution
Machine cannot open
Check the power line loose
If add enough water
Water warning

Check if the followed the order of adding water

Handle working but no
cooling

Check water cycling

Connector leak water

Check rubber ring broken or not
Check if the setting protecting
Temperature is too low(normal 35℃)

Warning in shot time

The environment temperature is too high

For other problem, please contact us, please don’t open the machine
yourself.

